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Abstract. The endodontic file is a tapered, needle shape body used for the preparation of curved human root
canals. During the preparation, process files get failed due to the locking action offered by the canal wall. The
present study aimed to find the fatigue life of endodontic files at 23°, 33° and 43° root canal curvature angles. Four
brands of files were selected for the present study viz. Hyplex CM, Pro-Taper Next, Hero Shaper, Pro-File
Vortex. The strain life analysis done using ANSYS showed that the Hyplex CM file gives the highest fatigue life
at 23°, 33° and 43° root canal curvature angles. Therefore, Hyplex CM file was selected for DoE Taguchi
Optimization study. Each experimental reading was conducted on X Smart Plus experimental setup under
purely rotary and combined reciprocating-rotary motion, at 500 rpm, 600 rpm and 700 rpm and 23°, 33° and 43°
root canal curvature angles. Hyplex CM file given maximum fatigue life at 23° root canal curvature angle and
500 rpm speed of rotation. But if file motion is combined rotary-reciprocating, life reduces. The ANNOVA study
showed that P-value and significance F are very small, which represented that the regression model is effective.
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1 Introduction

The endodontic treatment aims to save the tooth which is
infected, decayed or highly susceptible to future infection.
The endodontic treatment is also known as root canal
treatment [1]. The cleaning and shaping of the infected root
canal are known as root canal preparation and filling and
sealing of the prepared root canal using biocompatible
material Gutta-percha is known as root canal obturation,
both root canal preparation and obturation comes under
endodontic treatment and is known as root canal treatment
[2,3]. The endodontic files are used to prepare the root
canals these files are tapered drill bit-shaped instruments
having continuous helical grooves called flutes. Flutes help
debris to come out from the infected root canal during the
preparation process [4]. The endodontic file rotates in a
curved root canal in presence of infected tissue, debris and
oral fluids which offers locking pressure to the rotating file.
The locking action of the canal on the endodontic file leads
to fatigue failure [5]. This fatigue failure can be assessed
using cyclic fatigue or torsion fatigue approach. These
approaches help to find the life of the endodontic file. The
life of the endodontic file helps the Dentist to make use of
the file so that failure of the file in the patient jaw can be
avoided during canal preparation.
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The present study is divided into two parts viz.
(i) numerical simulation of the endodontic file and
(ii) optimization of the endodontic file using Taguchi Design
ofExperiments (DoE).The studyusedfinite element analysis
and cyclic fatigue test for assessment of fatigue life of
endodontic files during the root canal preparation process
whenplacedin23°,33°and43° rootcanalcurvatureanglesand
under purely rotary, combined reciprocating-rotarymotions.
The Taguchi DoE optimization was used to find optimized
rootcanalangleandspeedofrotationgivingmaximumfatigue
lifeof thefile.RegressionanalysisandANNOVAwereused for
statistical analysis of obtained results.

2 Literature review

Fatigue is progressive, confined structural destruction
caused to Endodontic files subjected to periodic loading.
If applied loads are higher than the design load, a
microscopic crack begins forming stress concentrators
such as slip bands which propagate suddenly to cause
fatigue failure. The stress variations in the Ni-Ti rotary
instruments were conducted and it failed to evaluate the
life of files. The study used the virtual model to estimate
the life of the file and found the locations of failure [6].
The finite element method for analysis of cyclic perfor-
mance Ni-Ti rotary files made up of different materials was
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Fig. 1. Endodontic file profile view obtained on optical profile
meter.

Fig. 2. CAD model of hyplex CM endodontic file.
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studied [7]. There is a need to measure the resistance
offered by the file to avoid fractures [8]. The instrument
fractures are dependent of root canal curvature angle,
operating speed, torsion, compression and tension, End-
odontic file properties, instrument manufacturing meth-
ods/defects, instruments geometry andmaterial fatigue [9].
The stress state for the Endodontic file instrument is
affected by many parameters viz. size, taper, cross-
sectional area, rigidity, flexibility, the direction of rotation
of files and forces acting on the rotary instruments during
working [10]. The study reported that different methodol-
ogies affected the fatigue life of the instruments and
therefore the clinical outcome. It is suggested to carry the
international standard for similarity in methodology and
comparable results [11].

3 Materials and method

This section describes two methods viz. (i) Numerical
simulation of the endodontic file and (ii) Optimization of
the endodontic file using Taguchi Design of Experiments
(DoE). The numerical simulation of the endodontic file
helped to find out the fatigue life of endodontic files of four
brands viz. Hyplex CM, Pro-Taper Next, Hero Shaper,
Pro-File Vortex. Out of these four brands of files, the file
with the highest fatigue life (best file) was selected for DoE
optimization. Taguchi DoE has given the best parameter
combination that suits maximum fatigue life.
3.1 Numerical simulation of endodontic file

The cyclic fatigue life assessments of Endodontic files have
been carried out using finite element analysis for rotary
motion at 23°, 33° and 43° root canal curvature angles.
The Endodontic file model of each brand viz. Hyplex CM,
Pro-Taper Next, Hero Shaper, Pro-File Vortex were
imported to ANSYS to find out the cyclic fatigue
by varying root canal curvature angles. ANSYS is
the FEA-based analysis software that calculated the
fatigue life of endodontic files using the strain-life fatigue
analysis approach. In any patient, the root canal
angle varies from 0° to 45°. The present study considered
23°, 33° and 43° root canal curvature angles.

3.1.1 Measurement of dimensions and modeling endodontic
file

Profilometryextracts the topologicaldata fromthesurfaceof
the component. The main aim of profilometry is to obtain
surface morphology, length, breadth, depth, crest, trough,
pitch, orientation angle. The view of the endodontic file on
the optical profile-meter is shown in Figure 1.

The CAD models of Hyplex CM endodontic file was
needed to perform fatigue life assessment in ANSYS. The
dimensions of the file were measured using optical profile-
meter was used to model the endodontic file (shown in
Fig. 1). These CAD models of file were used for assessment
of fatigue life in ANSYS shown in Figure 2.

3.1.2 Material property inputs and meshing of endodontic
file

In order to give the input of material properties of nickel-
titanium alloy to ANSYS software, various tests need to be
performed to obtain the properties of the material.
The past studies have been already investigated these
material properties and used them for their study [5]. The
material properties are shown in Tables 1 and 2.

Any continuous object has infinite degrees of freedom
and it’s not just possible to solve the problem in this
format. Finite element analysis reduces the degree of
freedom from infinite to finite with the help of discretiza-
tion or meshing. The meshing divided the endodontic file
CADmodel into 47230 nodes and 13118 elements. Meshing



Table 1. Material property for nickel-titanium alloy.

Sr. No Material property Numeric value Unit

01 Density 1500 kg.m�3

02 Young’s modulus 60000 MPa
03 Poisson’s ratio 0.33 –

04 Bulk modulus 2.2556E+10 Pa
05 Shear modulus 2.2556E+10 Pa

Table 2. Linear elastic properties for nickel-titanium alloy.

Sr. No Material property Numeric value Unit

01 Sigma SAS 482.6 MPa
02 Sigma FAS 620.5 MPa
03 Sigma SSA 379.2 MPa
04 Sigma FSA 103.4 MPa
05 Epsilon 0.068 mm�1

Fig. 3. Meshed model of hyplex CM endodontic file.

Fig. 4. Boundary conditions input in hyplex CM endodontic file.
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used two types of elements viz. 10-noded tetrahedral
elements (Solid187) and 20-noded hexahedral elements
(Solid186). Looking at the shape of the tetrahedral
element, it can be easily adjusted on the curved/complex
profile of the endodontic file. Therefore, the tetrahedral
element was selected for the meshing body of the
endodontic file. On the other hand, the handle is simple
in structure and therefore, was meshed using hexahedral
elements. The mesh model of Hyplex CM file is shown in
Figure 3.

3.1.3 Boundary conditions input for endodontic file

Defining boundary conditions and loading conditions
means fixing the value of displacement and load on a
specific area of the model. Thus, the model correctly
constrained can give highly accurate results. The end-
odontic file was fixed at the handle end and a force of 0.24N
was applied to cause deflection of the tip by 1.88mm
(shown inFig. 4).When the endodonticfilewas inserted into
43° root canal its tip gets deflected by 1.88mm from the axis
line. For simulation of this deflection in ANSYS 0.24N force
was applied to cause 1.88mm deflection which constitutes
43° root canal angle. The experimental study used an acrylic
block inwhich the root canal cavitywasmade to simulate the
root canal but in ANSYS we avoiding this which saved the
time required to build the root canal CAD model.

3.1.4 Strain life analysis using ANSYS

The ANSYS is used to perform the strain-life fatigue
analysis. Strain-life analysis requires the input of nickel-
titanium alloys material properties such as strength
coefficient, strength exponent, ductility coefficient, ductil-
ity exponent, cyclic strength coefficient and cyclic strain
hardening exponent. The strain analysis provides the
fatigue life in terms of the number of reversals. The fatigue
life of the endodontic file can be calculated using the



Fig. 5. Reversible loading.

Fig. 6. Strain-life curve.
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following equation.

The cyclic fatigue life of endodontic file

¼ Number of reversals

2
: ð1Þ

The geometric nonlinearity considered in the static
analysis: Under solver controls ‘Large Deflection’ option
selected. Fully reversed type loading was used as shown in
Figure 5. The various analysis parameters inputs for
analysis used includes Fatigue Stress Concentration
factor= 1; Type of approach used in fatigue analysis:
Strain-life (The strain life curve for analysis is shown in
Fig. 6); Stress component considered: Equivalent Stress;
No mean stress theory was considered. The other strain life
parameters are tabulated in Table 3.
3.1.5 Fatigue life of hyplex CM endodontic file based on
ANSYS report

The infinite fatigue life was defined at 107 cycles or above.
The strain-life approach measures life in terms of reversals.
The number of reversals to failure is equal to one-half of the
fatigue life of the file. The minimum number of reversals
observed for hyplex CM endodontic file is 5055 (shown in
Fig. 7). So, the life of Hyplex CM endodontic file in the
terms of the number of cycles is 2527 number of rotations.
Similarly, the analysis procedure described for Hyplex
CM endodontic file was followed for fatigue analysis of
remaining files viz. Pro-Taper Next, Hero Shaper and Pro-
File Vortex at 23°, 33° and 43° root canal curvature angle.
The results were noted in Table 4 and it is found that
Hyplex CM endodontic files show the highest fatigue life at
23°, 33° and 43° root canal curvature angle. Therefore,
Hyplex CM file was selected for DoETaguchi Optimization
study.

3.2 DoE of the endodontic file using Taguchi method

The life of the endodontic file gets affected due to root
canal preparation process parameters viz. root canal
curvature angle, speed of endodontic file and type of
endodontic file motion. Therefore, it had been decided to
conduct Taguchi DoE optimization to find parameter
combinations giving maximum fatigue life. The Hyplex
CM nickel-titanium endodontic file of 25mm length and
6% taper was selected. Numerical simulation study
resulted that Hyplex CM endodontic files show highest
fatigue life at 23°, 33° and 43° root canal curvature angle.
Therefore, Hyplex CM file was selected for DoE Taguchi
Optimization study.

This section describes fatigue life assessment using
X-Smart Plus and implementation of Taguchi DoE
optimization.



Table 3. Strain life parameters considered for the nickel-titanium file material.

Strain life parameters Numeric value Unit

Display curve type Strain life –

Strength coefficient 705 MPa
Strength exponent –0.06 –

Ductility coefficient 0.68 –

Ductility exponent –0.6 –

Cyclic strength coefficient 733 MPa
Cyclic strain hardening exponent 0.1 –

Fig. 7. Fatigue life for hyplex CM endodontic file (isometric view).

Table 4. Effect of rotary motion on fatigue life of endodontic file.

Endodontic file
brand/make

Approximate root
canal angulations
(a°)

Cyclic fatigue resistance in term of
No. of rotations (n)
Using FEA

Hyplex CM

23°

8112
Pro-Taper next 1905
Hero Shaper 3693
Pro-File Vortex 6000
Hyplex

33°

4213
Pro-Taper next 1241
Hero Shaper 3210
Pro-File Vortex 3486
Hyplex

43°

2527
Pro-Taper next 518
Hero Shaper 1448
Pro-File Vortex 1736
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3.2.1 Fatigue life assessment using X-Smart Plus

The cyclic fatigue life assessments of Endodontic files had
been carried out using X Smart Plus experimental setup
(shown in Fig. 8) for rotary and combined rotary-
reciprocating motions at 23°, 33° and 43° root canal
curvature angles. During each experimental run, the
endodontic file was inserted into the artificial root canal
cavity in the acrylic block to measure the fatigue life. The
nickel-titanium alloy files have made it easy to prepare the
root canal by eliminating the difficulties available with
stainless-steel files such as canal transportation, ledges,



Fig. 8. X Smart Plus experimental setup.

Fig. 9. Fractured samples during root canal preparation process.

Fig. 10. Simple linear regression curve.

Table 5. Contributing factors and their levels.

Levels
Root canal preparation parameters

Motion type Root canal angle Speed of file

1 Purely rotary 23° 500
2 Combined rotary-reciprocating 33° 600
3 – 43° 700
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zips and perforation [12] (Peters 2004). Therefore, nickel-
titanium alloy endodontic files were used in this study. To
conform with standard conditions for each experimental
run new endodontic file (25mm & 6% taper) was used.
3.2.2 Implementation of Taguchi DoE optimization

In this study, three root canal preparation process
parameters including root canal curvature angle, speed
of endodontic file and type of endodontic file motion were
selected as contributing factors. These process parameters
were selected after consultation with the dental practi-
tioners. A deign of experiments was used to study the
interaction between contributing factors (input variables)
and fatigue life of file (output variable). The full factorial
DoE was performed, which helps to adjust the input to get
optimized output. The orthogonal array L18 was selected
consisting of 18 experimental runs. Three levels of root
canal curvature angle, speed of endodontic file and two
levels for type of endodontic file motion were considered.
During the preparation of root canal cavity endodontic file
operates under either purely rotary or combined rotary-
reciprocating motion, therefore two types of motions
parameters were selected. The speeds of endodontic files
were selected as per the manufacturer’s catalog. The set of
experimental runs shown in Table 6 corresponds to
Taguchi Optimization Method.

The Taguchi method converts the experimental values
to the signal-to-noise (S/N) ratio [13], the noise represent-
ing undesired values (Standard deviation) and the signal
representing the desired values (Mean) for the output
characteristics.

The optimization of root canal preparation parameters
was done using Taguchi analysis for better fatigue life of the
endodontic file. In the present study, three root canal
preparation process parameters including root canal
curvature angle, speed of endodontic file and type of
endodontic file motion were selected as contributing
factors. As per L-18 orthogonal array (shown in Tab. 7)
experimentation was planned and executed. The experi-



Table 6. Experimental design with contributing factors.

Levels
Root canal preparation parameters

Motion type Root canal angle Speed of file

1

Purely rotary

23° 500
2 23° 600
3 23° 700
4 33° 500
5 33° 600
6 33° 700
7 43° 500
8 43° 600
9 43° 700
10

Combined rotary-reciprocating

23° 500
11 23° 600
12 23° 700
13 33° 500
14 33° 600
15 33° 700
16 43° 500
17 43° 600
18 43° 700
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mental fatigue life values are then converted into an S/N
ratio and the higher the better is used to determine the
output characteristics.

The endodontic file operates in the curved root canal
cavity during the preparation process. Therefore, root
canal curvature angle plays a vital role as it causes the
stress state in file material. In another way speed of file and
type of motion also causes stress state. As mentioned
earlier Taguchi method was used for better fatigue life of
the endodontic file. To get an exact idea about the role of
these three parameters in fatigue failure of the file, the %
contribution needs to be calculated.
4 Result and discussion

The present study successfully conducted a numerical
simulation of the endodontic file and optimization of the
endodontic file using Taguchi Design of Experiments
(DoE). The study has used finite element analysis and
cyclic fatigue test for assessment of fatigue life of
endodontic files during the root canal preparation process
when placed in 23°, 33° and 43° root canal curvature angles
and under purely rotary, combined reciprocating-rotary
motions. Root canal curvature angles viz. 23°, 33° and 43°
were selected since for any patient the angle varies from 13°
to 45°. Therefore, to find cyclic fatigue resistance, three
anles steps 23°, 33° and 43°were selected. The Taguchi DoE
optimization was used to find optimized root canal angle
and speed of rotation giving maximum fatigue life of the
file. Regression analysis and ANNOVA were used for
statistical analysis of obtained results.

The FEA of the endodontic files indicated that Hyplex
CM file works longer during the root canal preparation
process under curved canals of 23°, 33° and 43°. Therefore,
Hyplex CM endodontic file was for later study viz.
optimization using Taguchi Design of Experiments
(DoE). The optimized root canal preparation process
parameters were estimated using the Taguchi method. The
TaguchiDoEhelped tofind the optimized parameterswhich
give maximum fatigue life. Each experimental run was
conducted usingXSmartPlus experimental set-up as shown
in Figure 8. Regression analysis was performed to estimate
the relationship between contributing and output variables
toassess thecloseness of experimentationwith thedeveloped
model. The % contribution of parameters viz. root canal
curvature angle, speed of endodontic file and type of
endodontic file motion were decided using ANNOVA.

In the root canal preparation process, regression analysis
was performed to estimate the relationship between
contributing and output variables and to assess the closeness
of experimentation with the developed model. In this study
three root canal preparation process parameters viz. root
canal curvature angle, speed of endodontic file and type of
endodontic file motion were selected as contributing factors
and fatigue life of endodontic file as output. The linear
regression model is used to check if the data of fatigue life
signify or not the output characteristic.



Table 7. Experimental design using L-18 orthogonal array.

Experimental
Run

Orthogonal Array Experimental results (S/N) ratio

Motion type
(MT)

Curvature angle
of canal (CA)

Speed of
file (SF)

Fatigue life
of file

Fatigue life
of file

1 1 1 1 6293 –7.59772
2 1 1 2 6122 –7.57379
3 1 1 3 5789 –7.52521
4 1 2 1 1629 –6.42384
5 1 2 2 1528 –6.36825
6 1 2 3 1388 –6.28478
7 1 3 1 1008 –6.00692
8 1 3 2 905 –5.9133
9 1 3 3 798 –5.80401
10 2 1 1 5605 –7.49715
11 2 1 2 5178 –7.42832
12 2 1 3 4771 –7.35722
13 2 2 1 1255 –6.19729
14 2 2 2 902 –5.91041
15 2 2 3 801 –5.80727
16 2 3 1 869 –5.87804
17 2 3 2 798 –5.80401
18 2 3 3 680 –5.66502

Table 8. Regression analysis.

Regression statistics

Multiple R 0.0754
R Square 0.8533
Adjusted R square –0.8565
Standard error 2320.70
Observations 18
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R-square in the regression table indicates the effective-
ness of the developedmodel. The value of R-square if equals
to 1 then it indicates the 100% effectiveness of model. In the
present study R-square is more than 80%, which represents
that model is effective to predict relationship between
contributing factors (viz. root canal curvature angle, speed
of endodontic file and type of endodontic file motion) and
response (viz. life of endodontic file).

The ANNOVA was conducted for analyzing obtained
data. Significance F andP-value inANNOVA table, ideally,
should be as small as possible. For example, in Table 9, the
P-value is 0.36%, regressionmodel and intercept in Table 10
are 99.64% accurate. Significance F is also very small,
therefore, regression is good.ThepresentANNOVAanalysis
was conducted at 95% confidence interval. The obtained P-
value is higher than the accepted confidence interval.

5 Conclusion

Thepresent studyconcludes that the strain life analysisdone
using ANSYS showed that Hyplex CM file gives the highest
fatigue life at 23°, 33° and 43° root canal curvature angles.
Taguchi DoE study performed, as per L-18 orthogonal
array, showed that under purely rotary motion Hyplex
CM file gives maximum fatigue life at 23° root canal
curvature angle and 500 rpm speed of rotation. If file
motion is combined rotary-reciprocating, life reduces
drastically, since debries inside the root canal apply more
resistance to the reciprocating motion of file than purely
rotary. Concerning regression analysis done, R-square is
85.33%, which represents that model is effective to
predict the relationship between contributing factors
(viz. root canal curvature angle, speed of endodontic file
and type of endodontic file motion) and response (viz. life
of endodontic file). On the other hand, ANNOVA showed
that P-value and significance F are very small, which
represented that the regression model is effective.

6 Future scope

The fatigue failure of endodontic file may be affected by
many parameters such as size, taper, cross sectional area,



Table 10. Analysis of variance (intercept and variable).

Coefficients Std. Error t Stat P-value Lower 95% Upper 95%

Intercept 3789.28 4056.62 0.9341 0.003641 –4810.37 12388.92
Speed of file –2.0267 6.699 –0.3025 0.007662 –16.229 12.1752

Table 9. Analysis of variance (regression and residual).

ANNOVA
DF SS MS F Significance F

Regression 1 492885.33 492885.33 0.0915 0.007662
Residual 17 86170322.28 5385645.14
Total 18 86663207.61
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rigidity, flexibility, direction of rotation of files and forces
acting on the rotary instruments during working. The same
can be studied in future to cover more research insights.
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